Message 


From: Hanchett, James (DPH) [/0=C0MM0NWEALTH OF MASSACHUSETTS/OU=MASSMAIL- 

01/CN=RECIPIENTS/CN=JAMES. HANCHETT] 

Sent: 3/15/2012 4:28:24 PM 

To: 'Connolly, Grace (DPH)' [/0=C0MM0NWEALTH OF MASSACHUSETTS/OU=MASSMAIL- 

01/CN=RECIPIENTS/CN=GRACE.CON NOLLY] 

Subject: Vacuum Pump 


Hi Grace, 

We had a vacuum pump break down on one of our instruments (GC/MS 5975C) and it must be replaced soon. I 
called Agilent Technologies and they quoted me a price of $2659.00. The part number is G3170-80025. Do you want me 
to get a written quote from Agilent? 

Thanks, 


Jim Hanchett 
Amherst Drug Lab 
Room N251 Morrill I 
637 North Pleasant Street 
Amherst, MA 01003 
Phone 413-545-2607 
Fax 413-545-2608 
ceiiBHHH 
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